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Summary Statement of Deficiencies

D2006 TESTING OF PROFICIENCY TESTING SAMPLES
CFR(s): 493.801(b)

The laboratory must examine or test, as applicable, the proficiency testing samples it 
receives from the proficiency testing program in the same manner as it tests patient 
specimens. This testing must be conducted in conformance with paragraph (b)(4) of 
this section. If the laboratory's patient specimen testing procedures would normally 
require reflex, distributive, or confirmatory testing at another laboratory, the 
laboratory should test the proficiency testing sample as it would a patient specimen up 
until the point it would refer a patient specimen to a second laboratory for any form of 
further testing.

This STANDARD is not met as evidenced by:
Based on a review of the American Proficiency Institute (API) Proficiency Testing 
records and an interview with the General Supervisor, the laboratory failed to test the 
proficiency testing samples in the same manner as it tested patient specimens. This 
was noted on three out of eight 2018 - 2021 Chemistry - Core Proficiency Testing 
Events. The findings include: 1. A review of Proficiency Testing records revealed 
proficiency samples were performed twice before results were submitted to API. The 
samples were repeated, although they did not meet a repeat criteria. The following 
events had samples repeated: a) Chemistry - Core 2nd Event 2020: On 05/21/2020 the 
analytes were run on the UniCel DxC 600 used for patient testing (these were the 
results submitted to API) and a second run was performed on the UniCel DxC 600 
(currently being validated). The API event cut off date was 06/01/2020. b) Chemistry 
- Core 3rd Event 2020: On 08/29/2020 the analytes were run on the UniCel DxC 600 
used for patient testing (these were the results submitted to API) and on 09/09/2020 a 
second run was performed on the UniCel DxC 600 (currently being validated). The 
API event cut off date was 09/16/2020. c) Chemistry - Core 1st Event 2021: Amylase 
was out of reagent for UniCel DxC 600 used for patient testing, but the Amylase was 
run on the UniCel DxC 600 (currently being validated but not put in use for patient 
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testing) and submitted to API. 2. During an interview on 07/27/2021 at 02:30 PM, the 
General Supervisor stated they were trying to validate the second UniCel DxC 600 
and the instrument is currently not live for patient testing.


