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Summary Statement of Deficiencies

CONTROL PROCEDURES
CFR(s): 493.1256(f)(g)

(f) Results of control materials must meet the laboratorys and, as applicable, the
manufacturers test system criteriafor acceptability before reporting patient test
results. (g) The laboratory must document all control procedures performed.

This STANDARD is not met as evidenced by:

Based on alack of documentation of the Abbott i-STAT Respiratory analyzer quality
control (QC) records, and an interview with the General Supervisor, the laboratory
failed to document QC on the i-STAT respiratory analyzer. This was noted for 23
months of 26 months reviewed in 2023-2025. The findings include: 1. A review of the
records for the Abbott i-STAT Respiratory analyzer revealed no evidence of QC
documentation from January 2023 through November 2024. 2. During an interview on
March 12, 2025, at 12:02 PM, the GS confirmed the Respiratory Manager could not
provide documentation.



