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(X4) 1D Prefix Summary Statement of Deficiencies
Tag
D2096 ROUTINE CHEMISTRY

CFR(S): 493.841(f)

(f) Failure to achieve satisfactory performance for the same analyte or test in two
consecutive testing events or two out of three consecutive testing eventsis
unsuccessful performance.

This STANDARD is not met as evidenced by:

Based on proficiency testing (PT) desk reviews of the CASPER Reports 0153D and
0155D (Individual Laboratory Profiles from the Centers of Medicare and Medicaid
Services[CMS)]), and PT evaluation reports from the American Proficiency Institute
(API), the laboratory failed to successfully participate (achieve scores of 80% or
greater) in proficiency testing for Acetaminophen. The laboratory failed two PT
eventsin 2025, resulting in initial unsuccessful proficiency testing performance. The
findingsinclude: 1. A review of the CASPER Reports revealed the laboratory
received failing scores for Acetaminophen intwo API PT events, asfollows. A) 2025
Event 1. 60% B) 2025 Event 3: 40% 2. A review of the laboratory's proficiency
testing evaluation reports provided by API confirmed these findings.



