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V0403 PE-EQUIPMENT MAINTENANCE-MANUFACTURER'S DFU
CFR(S): 494.60(b)

The dialysis facility must implement and maintain a program to ensure that all
equipment (including emergency equipment, dialysis machines and equipment, and
the water treatment system) are maintained and operated in accordance with the
manufacturer's recommendations.

This STANDARD is not met as evidenced by:

Based on observation and staff interview, it was determined that the facility failed to
have a system in place to ensure that 10 of 10 hemodialysis machines (#1, #2, #3, #4,
#5, #6, #7, #8, #9, and #10) were maintained and free of unsanitary substances.
Findings were: During atour of the facility on July 24, 2023 between 11:00 am. - 12:
00 p.m., the following was observed: - Machines #1, #2, #3, #4, #5, #6, #7, #8, #9,
and #10 had peeling paint and rust colored stains covering the lower surfaces of the
machines. During an interview with the Administrative Assistant on 7/24/23 at
approximately 2:00 p.m., she stated that the machines needed to be painted.



