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MD RESP-ENSURE ALL ADHERE TO P&P
CFR(S): 494.150(c)(2)(i)

The medical director must- (2) Ensure that- (i) All policies and procedures relative to
patient admissions, patient care, infection control, and safety are adhered to by all
individuals who treat patients in the facility, including attending physicians and
nonphysician providers;

This STANDARD is not met as evidenced by:

Based on areview of facility records and staff interviews, it was determined that the
Medical Director (MD) failed to ensure that al three Patient Care Staff, (RN AA, RN
BB, and LPN AA), who administered home hemodialysis treatments to patients, (P#1,
P#2, and P#3), who were residents at a Skilled Nursing Facility, adhered to the
facility's policy and procedure (P& P) relative to infection control techniques. This
deficient practice had harmed P#1, and had the potential to negatively affect the health
and safety of the other two patients (P#2 and P#3), after P#1's Hepatitis C
Seroconversion was discovered. Findings include: Cross reference the following cited
deficiencies: V 113 - Failure of the Medical Director to ensure that staff followed P &
P regarding hand hygiene and glove use and glove changes. V 115 - Failure of the
Medical Director to ensure staff followed P & P regarding wearing appropriate
personal protective equipment (PPE) during potential exposure to blood and body
fluids. V 117 - Failure of the Medical Director to ensure staff followed P& P
regarding infection control techniques to avoid cross contamination.



